


Health, safety and environment (HSE) warning, 
instruction, and information signs identify 
restricted areas, communicate information to 
CDC personnel (employees, on-site contractors, 
and working visitors), short-term visitors, and 
external first responders about laboratory 
workplace hazards; and provide safety 
instructions and information.



Division
Branch

Primary Contact:
Day Phone: 
Secondary Contact:
Day Phone:
Night Phone:

Emergency: 9-911
Control Desk:
404-639-2888
Occupational Health
Day Phone: 404-639-3385

After Clinic Hours
CDC Hotline: 404-639-4444

Safety Information Room 
Status Changes -may be 
permanent or temporary.

Laboratory Hazard 
Identification

Provided by 
OHS
Will be posted on 
OHS - INTRANET

Laboratory Hazard 
Identification, cont.





Division Division 
BranchBranch

Primary Contact: Primary Contact: John Smith John Smith Emergency: 9Emergency: 9--911911
Day Phone: xxx xxxDay Phone: xxx xxx--xxxxxxxx Control Desk:Control Desk:
Night Phone: xxx xxxNight Phone: xxx xxx--xxxxxxxx 404404--639639--28882888

Occupational HealthOccupational Health
Secondary Contact:Secondary Contact: Jane DoeJane Doe Day Phone: 404Day Phone: 404--639639--33853385
Day Phone: xxx xxxDay Phone: xxx xxx--xxxxxxxx After Clinic HoursAfter Clinic Hours
Night Phone: xxx xxxNight Phone: xxx xxx--xxxxxxxx CDC Hotline: 404CDC Hotline: 404--639639--44444444







RESTRICTED
ENTRY

Maintenance / Housekeeping

BY APPOINTMENT ONLY



Division Designation
Branch Designation

Primary Contact: John Smith
Day Phone: xxx xxx-xxxx

Secondary Contact: Jane Doe
Day Phone: xxx xxx-xxxx
Night Phone: xxx xxx-xxxx

Emergency: 9-911
Control Desk: 404-639-2888

Occupational Health
Day Phone: 404-639-3385

After Clinic Hours
CDC Hotline: 404-639-4444





In any area where door signs indicate that work is conducted 
with infectious organisms or other hazardous materials, 
equipment such as centrifuges, incubators, refrigerators, 
freezers, and analytical equipment should be viewed as 
"potentially" contaminated unless specifically known to be 
free of contamination.  In contrast, if no signs are present  
identifying a hazard then the area is considered to be free of 
the hazard.



Refrigerators and freezers shall have the following safety information stickers posted on the front 
of the unit in the position (opposite the door handle for upright units) and order shown:

1
2 4
3

4

In Case of Mechanical Failure 

Primary: ___________________________________
Day: ___________________________________ 

Night: ___________________________________

Secondary: ___________________________________
Day: ___________________________________

Night: ___________________________________

Division: ___________________________________ 
Branch: ___________________________________
Section: ___________________________________

Notify:

1-

2-

Refrigerator/Freezer 
Upright Freezer

Chest Freezer

1
2 4
3

4-

and
/or

and
/or

3-

or

optional



Incubators shall have the following safety information stickers posted on the 
unit in the position shown:

Position 1
In Case of Mechanical Failure 

Primary: ___________________________________
Day: ___________________________________ 

Night: ___________________________________
Secondary: ___________________________________

Day: ___________________________________
Night: ___________________________________

Division: ___________________________________ 
Branch: ___________________________________
Section: ___________________________________

Notify:

Position 2 (Upper or lower section)

Incubator

1
2

2

and
/or

and
/or

optional



When equipment such as centrifuges, incubators, refrigerators, 
freezers, and analytical equipment is located inside a laboratory with 
contact persons identified on the entry door, the sticker 

is not required.  Should persons other than those identified on entry 
door be responsible for the unit this sticker may be posted at the 
discretion of the individual identified on the entry door.

In Case of Mechanical Failure 

Primary: ___________________________________
Day: ___________________________________ 

Night: ___________________________________

Secondary: ___________________________________
Day: ___________________________________

Night: ___________________________________

Division: ___________________________________ 
Branch: ___________________________________
Section: ___________________________________

Notify:



Microwave ovens shall have the following safety information 
stocker posted on the unit in the position shown:

Microwave

1
Position 1



Ice Machines shall have the following safety information sign 
posted on the unit in the position and order shown:

Position 1 In Case of Mechanical Failure 

Primary: _____________________________
Day: _____________________________ 

Night: _____________________________
Secondary: _____________________________

Day: _____________________________
Night: _____________________________

Division: _____________________________ 
Branch: _____________________________ 
Section: _____________________________

Notify:

1
2   3

Ice Machine

Position 2

Position 3



Small pieces of equipment, i.e., minifuges, waterbaths, pipetters, etc., 
located within designated BSL 1 - 4 laboratory areas where infectious 
materials are processed or stored shall be considered to be "potentially" 
contaminated unless a completed Decontamination sticker, CDC 0.593, is 
affixed to or accompanies the equipment when repair or service is 
required. 

CDC
Centers for Disease Control

& Prevention

DECONTAMINATION TAG

This equipment has not been contaminated with dangerous chemicals or infectious organisms and may be 
safely serviced, repaired, disassembled or transferred to another location.

Name(Signature)

Title

Date

-OR-
This equipment was decontaminated with:

On Date

Name(Signature)

Title

CDC 0.593 Rev. 11-95



Any equipment, i.e., BSC, CFH, ultra-centrifuge, requiring 
certification will be posted with the following 8.5" x 11" 
safety warning sign when certification fails.


